A Tough Nut to Crack: Quantitative Analysis of Heavy Metals in Automotive Brake Linings

Renato Figi* a, Oliver Nagel b, Martin Tuchschmidt c, Peter Lienemann b, Urs Gfeller a, and Nicolas Bukowiecki a*

Correspondence: R. Figi, Tel.: +41 58 765 43 31, E-mail: renato.figil@empa.ch
Empa, Swiss Federal Laboratories for Materials Science and Technology, Ueberlandstrasse 129, CH-8600 Dübendorf
Zurich University of Applied Sciences ZHAW, Life Sciences and Facility Management, Einsiedlerstrasse 31, CH-8820 Wädenswil
Paul Scherrer Institut, Laboratory of Atmospheric Chemistry, CH-5232 Villigen PSI

Keywords: Brake pads · Handheld XRF spectrometer · Heavy metals · Legal standards · Quantitative extraction

Brake linings used in automotive traffic are designed to optimally dissipate the frictional energy during the braking process with minimal loss of lining material. This is achieved by the manufacturers by using proprietary mixtures of highly temperature-resistant binder materials and metals.

The list of currently used metals also includes toxic heavy metals like chromium, antimony or lead. The abraded material ends up in the environment, where it considerably impairs the quality of roadside soils, drainage water from the roads, and the ambient air. Quantitative knowledge on the composition of brake linings is therefore important for regulating agencies to have a reliable handle on the existing legal limits for the use of heavy metals in the manufacturing process. Cracking the complex matrix of brake pads is, however, an analytical challenge; reliable analytical methods are still rather scarce.

In a recent study we presented a novel extraction method for brake pads, deploying a high-pressure asher and microwave-assisted extraction. This allowed for the quantitative analysis of the extracted elements by inductively coupled plasma optical emission spectrometry (ICP-OES) in a number of brake pad test samples from used passenger cars.

Despite the high accuracy of this method, it is not suitable for screening a large number of samples, as preferentially desired by regulating agencies. Therefore we also used our method as reference to assess the use of handheld X-ray spectrometers (ED-XRF) for in situ brake lining analysis, which have emerged as efficient screening tools in the last years. The comparison indicated that the applied brake pad screening procedure using the handheld ED-XRF-spectrometer provided a reliable determination of many (although not all) of the considered metals (Mo, Pb, Sb, Mn and Sn).

In future work this screening procedure will be refined by the design and validation of brake pad standard samples intended for use with handheld ED-XRF measurements.

Acknowledgement

Financial support was granted by the Swiss Federal Office for the Environment (FOEN/BAFU).

Received: February 1, 2011

References